Hoken Butsuri, 19, 209-214 (1984) In order to consider the problems concerned with personnel dosimetry, an Intercomparison of personnel dosimetry, especially dose equivalent responses of personnel dosimeters to thermal neutron, was carried out in neutron and gamma ray mixed fields.
The dose equivalent responses and their standard deviations of individual dosimeter were almost independent on cadmium ratio and gamma ray contamination in the radiation fields. However, a difference of about 4
times was observed among the relative thermal neutron dose equivalents of individual dosimeter normalized to the ICRP recommended value. It is suggested that the standardization of dose evaluation method is required from the practical point of radiation protection and safety.
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I INTRODUCTION
The personnel dosimeters such as film badges and thermoluminescent dosimeters (TLDs) are commonly used for radiation protection purposes as to penetrating radiation, gamma rays and neutrons. However, gamma ray and neutron doses obtained with these dosimeters are evaluated by each institute and/or dosimeter vendor using their was carried out in a variety of neutron and gamma ray mixed fields. In this paper, an intercomparison of dose equivalent responses to thermal neutron for five kinds of personnel dosimeters was carried out in five different mixed field conditions at Kyoto University Reactor (KUR) and Kinki University Reactor (UTR-KINKI), and some problems related to the precision and accuracy in the measurements of thermal neutron dose equivalent were investigated from the practical point of view and also the causes of differences among thermal neutron dose equivalents evaluated with individual personnel dosimeter, were discussed.
II EXPERIMENT
Personnel dosimeters used for thermal neutron dose measurements were three film badges (hereafter denoted as dosimeter A, B, and C, respectively), and two TLDs (hereafter denoted as dosimeter D and E, respectively), commonly used in Japan. In these types of film badges using photographic film, thermal neutron dose can be calibrated in terms of blackening behind two filters, tin and cadmium. That is, blackening in film behind tin filter is to cancel the concomitant gamma ray dose and that behind cadmium filter is attributed to gamma ray dose together with thermal neutron dose due to thermal neutron capture reaction (n, y) with cadmium. As regards TLDs, on the other hand, a pair of TLDs is used, that is, TLD containing lithium borate or enriched 6Li as thermal neutron target material and another one to cancel the concomitant gamma ray dose. These personnel dosimeters are summarized in Table 1 .
Thermal neutron dose equivalents were determined using above mentioned five kinds of person-nel dosimeters in five different neutron and gamma ray mixed fields at KUR and UTR-KINKI. These mixed fields have different cadmium ratios and n/y ratios, respectively. The mixed fields are described as follows:
(1) Mixed field I with dimensions of 300 x 300 x 300 cm at KUR heavy water facility,
(2) Mixed field II with dimensions of 50 x 50 x 50 cm at KUR horizontal exposure tube No. 2,
(3) Mixed field III, the same as mixed field II, but different cadmium ratio and n/y ratio from mixed field II, (4) Mixed field IV with dimensions 20 x 20 x 10 cm, composed of bismuth scatterers and LiF tiles in the graphite reflector region at UTR-KINKI, (5) Mixed field V, the same as mixed field IV, but different cadmium ratio and n/y ratio from mixed field IV.
During this study the gamma ray exposure rate, thermal neutron flux, cadmium ratio, n/y ratio (cm-2. mR-1) and, n/y ratio based on dose equivalent were determined in these mixed fields. Gamma ray exposure rate was measured by TLD, and thermal neutron flux and cadmium ratio by gold foil activation method. The absorbed dose in rad is equal to the dose equivalent in rem for gamma ray, the thermal neutron dose equivalent in rem is assessed using a reference value of 9.36x105 neutron fluence per 1 mrem by ICRP.5)
Each dosimeter was perpendicularly exposed in the five mixed fields under the identical conditions. Thermal neutron dose equivalents were changed from 10 mrem to 2 rem by controling the exposure time and the reactor power level. The number of each dosimeter used for the intercomparison studies in the five mixed fields are summarized in Table 2 .
After exposure, the exposed dosimeters A, B, C, (these are film badges) and D (TLD) were mailed immediately to each dosimeter vendor, respectively.
The evaluation of thermal neutron dose equivalent with each dosimeter was carried out by dosimeter vendors based on their standard procedures, while thermal neutron dose equivalent with dosimeter E was evaluated in our laboratory using a calibration constant proposed by the dosimeter vendor.
III

RESULTS AND DISCUSSION
Radiation characteristics of neutron and gamma ray mixed fields at KUR and UTR-KINKI are summarized in Table 3 . As shown in Table 3 , in these mixed fields cadmium ratio and n/y ratio for dose equivalent vary from 5,000 (mixed field I) to 5.3 (mixed field V) and from 25.3 (mixed field IV) to 0.235 (mixed field III), respectively. Hence, the effects of factors such as cadmium ratio and mixed gamma ray dose on thermal neutron dose equivalent measurement with each dosimeter were studied.
The dose equivalent responses to thermal neu- tron as a function of cadmium ratio, and as a function of n/y ratio are shown in Fig. 1 and Fig.  2 , respectively. Here, the dose equivalent response of dosimeter to thermal neutron (mrem/fluence) was defined as a ratio of thermal neutron dose equivalent to thermal neutron fluence, which was measured by gold foil activation method. It is obvious from Fig. 1 and Fig. 2 that dosimeter B shows the lowest thermal neutron response, while dosimeters A and D show the highest response, and dosimeters C and E show intermediate response in the all mixed fields, although no systematic trend in thermal neutron response is found between film badges (dosimeter A, B, and C) and TLDs (dosimeter D and E). The results are summarized as follows:
(1) Dosimeter A showed no definite trend in the responses and standard deviations with changes of cadmium ratio and n/y ratio in the mixed fields. The responses varied from 1.83 x 10-6 (mixed field I and II) to 1.22 x 10-6 (mixed field III) and the percent standard deviations from 17. 5% (mixed field III) to 10. 5% (mixed field II).
(2) Dosimeter B showed no definite trend in the responses and standard deviations with changes of cadmium ratio and n/y ratio in the mixed fields. The responses varied from 8. 80 x 10 (mixed field II) to 5. 04x 10-(mixed field IV) and the percent standard deviations from 19.7% (mixed field I) to 7. 8% (mixed field IV). It should be noted that in mixed field III, which was of the highest gamma ray contamination, no significant thermal neutron dose equivalent was obtained.
(3) Dosimeter C showed no definite trend in the responses and standard deviations with changes of cadmium ratio and n/y ratio in the mixed fields. The responses varied from 1.21x10-6 (mixed field I) to 9.47x10-7 (mixed field IV) and the percent standard deviations from 23.9% (mixed field I) to 20. 5% (mixed field IV).
(4) Dosimeter D showed that the responses decreased from 2. 10 x 10-6 (mixed field I) to 1.24x 10-6 (mixed field III) as decrease in cadmium ratio and increase in gamma ray contamination, although no results were obtained in the mixed field IV and V, because of no participation.
On the other hand, no definite trend in the standard deviations with changes of cadmium ratio and n/y ratio in the mixed fields was shown, and the percent standard deviations varied from 13.3% (mixed field II) to 11.2% (mixed field III).
(5) Dosimeter E showed no definite trend in the responses and standard deviations with changes of cadmium ratio and n/y ratio in the mixed fields. The responses varied from 1.38x10-6 (mixed field I) to 1.08x10-6 (mixed field III) and the percent standard deviations from 17.1% (mixed field I) to 9. 4% (mixed field V). Table 4 and Fig. 3 show a summary of the relative thermal neutron dose equivalent of individual personnel dosimeter normalized to the ICRP recommended value as a reference value.5) From above mentioned results, the dose equivalent responses of the dosimeters to thermal neutron have no large dependency on cadmium ratio (5, 000-5. 3) and gamma ray contamination (n/y ratio based on dose equivalent 25. 3-0. 235) except for dosimeter D (TLD), and the changes of the responses in each dosimeter were within a factor of 1.7 (in dosimeter B, film badge). Furthermore, the standard deviations have no large dependency on cadmium ratio and gamma ray contamination, and the percent standard deviations were within 23.9% (dosimeter C, film badge, in the mixed field I). The normalized thermal neutron dose equivalent provides a measure of accuracy of the measured value relative to the reference value. The standard deviation from the mean is a measure of precision which describes agreement among individual measurements.
As seen in Table 4 and Fig. 3 , no consistent relationship between dosimeter accuracy or precision and incident cadmium ratio or gamma ray contamination was indicated as reported by SIMS et al.4) The Nuclear Regulatory Commission (NRC) guidelines for personnel neutron dosimeters6) in the United States suggest that dosimeters used in the dose equivalent range in mrem order should be accurate to within +50 and that the percent standard deviation (a measure of precision) should be within 30% of the mean. From the results shown in Table 4 and Fig. 3 , dosimeters A, B (film badges), and dosimeter D (TLD) fail to meet the NRC accuracy guidelines in two of the five mixed fields.
These results indicate that there is a difference of about 4 times in the measured values relative to the reference dose equivalent. That is, the measured values vary from 1. 97 (dosimeter D, TLD, in the mixed field I) to 0. 472 (dosimeter B, film badge, in the mixed field V). However, all the dosimeters meet the precision of + 30% standard deviation of the mean. The large difference of about 4 times in the measured values relative to the reference value recommended by ICRP may be caused by different calibrations among the dosimeter vendors, since there is no large dependency in cadmium ratio and n/y ratio in dose equivalent responses of individual dosimeter.
From the results obtained, it is suggested that the standardization of calibration factors and procedures is required from the practical point of radiation protection and safety. That is, each institute and/or dosimeter vendor which evaluates gamma ray and neutron doses obtained with its own dosimeter makes not only an effort to improve its own dosimeter performances but also must make an opportunity for intercomparison of its own dose evaluation procedures with other ones.
IV CONCLUSION
In order to consider the problems concerned with personnel dosimetry using film badges and TLDs commonly used in Japan, an intercomparison of personnel dosimetry, especially dose equivalent responses of personnel dosimeters to thermal neutron, was carried out in five different neutron and gamma ray mixed fields at KUR and UTR-KINKI from the practical point of view.
For the estimation of thermal neutron dose equivalent, it may be concluded that each personnel dosimeter used in this intercomparison has good performances in the precision, that is, the standard deviations in the measured values by individual dosimeter were within 24%, and the dose equivalent responses to thermal neutron were almost independent on cadmium ratio and gamma ray contamination.
However, the relative thermal neutron dose equivalent of individual dosimeter normalized to the ICRP recommended value varied considerably and a difference of about 4 times was observed among the dosimeters. From the results obtained, it is suggested that the standardization of calibration factors and procedures is required from the practical point of radiation protection and safety.
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